Reliability of rapid urinary test for antibody to Helicobacter pylori in adult patients with proteinuria.
A urinary test for detecting the anti-H. pylori antibody using immunochromatography (RAPIRAN) is considered suitable for the screening purpose. However, this may yield spurious results in the presence of proteinuria. The present study was conducted to evaluate the diagnostic performance of RAPIRAN in patients with proteinuria. Urine and serum samples of adult inpatients with proteinuria were used for analyses. The diagnosis of H. pylori infection was made based on the seropositivity of anti-H. pylori antibody using 2 different serum tests. Fifty-one subjects were eligible for analyses. The serum tests showed negative and positive in 25 and 26 patients, respectively. Two of 25 seropositive patients had a negative result in RAPIRAN, and 1 provided invalid data. All of seronegative patients showed negative in RAPIRAN. The overall accuracy was 95.0%. The present study showed that RAPIRAN has diagnostic quality enough to use clinically also in patients with proteinuria.